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PTM-48A Photosynthesis M onitor 9 Graphics Viewer

Data Viewer

Agrograple Data Viewer is an optional add program for the Terminal Emulator software which comes with the
PTM-48A Photosynthesis Monitdrasic softwareTo install this program, please run the appropriate setup from
your PTM48A CD. The Data Viewer is not a free program so make sure that you have ordered it from your
supplier.

1. To open the Data Viewer, switth thetable view moddyellow arrow 1)in the basicTerminal Emulator
software Thencall Data viewer by clicking the appropriate button (red arrow 2), and select the data
presentation mode in the Graph Type window. Data may be drawn in two modesala@igirwith hourly
averaging (Exponential Moving AverageEMA). Then, click Draw buttoifblue arrow 3}o open the
chart.

B @ | =f o |2 | D
Tirre: | oz Conc\A\gOZ Cone.fo. | Air Flow 1, 1., | Abs, Hurnid? ranspirati,., | COZ2 Excha,., | COZ Cor A
12-Feb-08 15:15 34N 716 0.90 5.75 0.z -113.9
12-Feb-08 15:30 374 _l 739 0.90 5,61 mm 0.8 -114.0
12-Feb-08 16:30 455 915 0.89 6.5% 0.1 -140.0
12-Feb-05 16:45 424 &51 0.89 6,45 0.0 -130.8
12-Feb-08 17:00 FhE Fe7 0.89 6,35 0.2 -0.2
12-Feb-08 17:15 723 722 0.89 6,30 0.0 0.5
12-Feb-058 17:45 nfa = = = - nja nfa
12-Feb-0& 18:00 B Choose Graph Type dl oo 0.6
12-Feb-05 15:40 467 — 0.0 -0.4
12-Feb-08 19:20 445 0.1 -0.3
12-Feb-08 20:00 434 0.0 -0.2
12-Feb-08 20:40 415 0.0 0.2
12-Feb-08 21:20 407 0.0 -0.5
12-Feb-08 22:00 399 0.0 -0.2
12-Feb-08 22:40 396 .. 0.0 -0.2
12-Feb-08 23:20 304 Driginal 02 0.5
13-Feb-08 00:00 391 - : 0.0 -0.2
15-Feb-05 00:40 201 Exponential moving average 0.0 0.3
13-Feb-08 01:20 391 0.2 -0.3
13-Feb-08 02:00 300 e B | 0.1 0.3
13-Feb-08 02:40 355 0.0 -0.5
13-Feb-08 03:20 3587 0.0 -0.2
13-Feb-08 04:00 356 387 0.91 4. 66 0.1 -0.3
13-Feb-08 04:40 3585 3587 0.91 4,63 0.0 -0.4
12-Fah-na N52n =1y T nat 4 fd nn -4

2. The Data Viewer opens in the graph mode. Thax¥s represent measurement units of sensors available in
the data table. Alllataare grouped according to their measurement units. For instance, leaf temperature, air
temperature and soil temperature curves havethesaangY s | abel ed as @ACOo.

P2 Data Viewer
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3. By clicking a toggle button, you may se#ich valuesare connected to every patilar scale. For instance,
the ACO axis r KRTHIAT /r teinperattrd) andCd/BR (Bew @dinttemperaturg the
ippmo axis represents CO2 concentration, both

16:00 03:00

00:00
15-Feb-08
14:00
15-Feb-08

4. By clicking asmall colored button near the name of the measured value, you may choose width, color and
some other characteristics of any curve in the graph.
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5. Every axis has top and bottom black triangles. By pressing appropriate triangle, you may move the axes up
or down. The time scale also ends with a pair of horizontal triangles which allow moving along the scale.

2 Data Viewer
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6. Any axis (including also the time sciahe)bwmbtiyobe(
arrow), you call a zoormn sign which may belaced at any axis to scale it up. To scale an axis down,
please call a zooraut sign by pressing a button indicated by the blue arrow.
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7. Any axis and corresponding curves may be easily switched on and off by using a toolbar with checkboxes.
Less nmber of axes allows to increase the graph pane.

22 Data Viewar
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8. There are two ways to recognize the data source of each curve. By pointing a curve, you open a callout with
all information about the data source and the pointed value. In the example below, the lvaiguhst
the upper curve belongs to the{lTieaf temperature sensor #102, and the point value is 26.7 °C at 10:24 on

August 8, 2007.

2 Data Viewer
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9. Another way to identify the curve is to optre sensorpanel with the colored buttons and appropriate
sensorsé®® names.

B Data Viewer

Groups: v XAH v ZVWC v C v Rel v dS/m /v kPa v um v pmol/m2°s
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10.The fATabled button opens a source data table. Yo

checkboxes in the appropriate toolbar.
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